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Introduction:  Prompt detection  of antibiotic resistance  genes  in  healthcare  institutions is  of utmost  impor-

tance  in tackling the  spread  of multi-drug  resistant  micro-organisms.  We evaluated  the  Antimicrobial

Resistance (AMR)  Direct Flow Chip Kit  versus  phenotypic  screening  assays for  rectal  and  nasopharyngeal

specimens  upon ICU  admission.

Methods:  A  total of 184  dual  specimens  (92 rectal and 92  nasopharyngeal  swabs)  from  92 patients were

collected  from  11/2017  to 8/2018. All  swabs  were  subjected  to  both AMR and  phenotypic  tests according

to  their origin.  The  degree  of agreement  of the two methods  was  assessed  by  the  kappa coefficient.

Results:  The kappa coefficient  showed  perfect agreement  for  MRSA,  ESBLs, oxacillinases and vancomycin

resistance  genes  (1.000,  p < 0.01)  and very  good agreement  for  mecA-positive  CoNS,  KPC-carbapenemases

and  metallo-beta-lactamases  (0.870, p <  0.01;  0.864,  p <  0.01; and  0.912,  p <  0.01, respectively).

Conclusion:  The AMR Direct Flow Chip Kit  is a useful  alternative  to phenotypic  testing for  rapid  detection

of resistance  markers.

©  2020 Elsevier  España, S.L.U. and Sociedad  Española de  Enfermedades Infecciosas  y Microbiologı́a

Clı́nica.  All  rights  reserved.
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Introducción:  La detección rápida de  genes de resistencia  a antibióticos  en instituciones  de  salud  es

de  importancia  extrema  para abordar la propagación  de  microorganismos  multi-resistentes.  Evaluamos

el  Antimicrobial  Resistance Direct Flow Chip (AMR) versus  los  ensayos  de  detección  fenotípica  para

muestras  rectales  y  nasofaríngeas  al ingreso  en  la  UCI.

Métodos:  Se  recogieron 184  muestras  duales  (92 rectales  y 92  nasofaríngeos)  de  92 pacientes  durante

11/2017-8/2018. Todos  los hisopos se sometieron  a pruebas de  AMR y fenotípicas según su fuente.  El

grado  de  acuerdo  de los 2 métodos  fue  evaluado por  el coeficiente  kappa.

Resultados:  El coeficiente kappa mostró una concordancia  perfecta  para MRSA,  ESBL,  oxacilinasas  y  para

genes  de  resistencia  a vancomicina  (1.000,  p <  0,01)  y muy  buena  concordancia  para CoNS  mecA  pos-

itivos,  carbapenemasas  KPC y  metalo-beta-lactamasas (0,870,  p < 0,01; 0,864,  p <  0,01 y  0,912, p <  0,01,

respectivamente).

Conclusión:  El  AMR es una  alternativa  útil  a las  pruebas fenotípicas  para la detección  rápida de  marcadores

de  resistencia.
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0213-005X/© 2020 Elsevier España, S.L.U. and Sociedad Española de Enfermedades Infecciosas y Microbiologı́a Clı́nica. All  rights reserved.2529-993X

https://doi.org/10.1016/j.eimce.2020.05.014  

http://crossmark.crossref.org/dialog/?doi=10.1016/j.eimce.2020.05.014&domain=pdf


E. Protonotariou et al. Enfermedades Infecciosas y Microbiología Clínica 39 (2021) 276–278

Introduction

Antibiotic resistance, mainly among Gram negative nosocomial

pathogens, Enterococci and Staphylococcus aureus is  considered as

a public health problem of major importance worldwide.1 Specific

genes provide the bacteria with the ability to  produce enzymes

that inactivate antibiotics, express efflux pumps, reduce their outer

membrane permeability, convert the drugs’ target sites or even

alter the metabolic pathway of antimicrobial agents. In this regard,

timely detection of antibiotic resistance determinants, especially

for hospital associated infections, plays a  crucial role for the treat-

ment of critically ill patients and the containment of the spread of

multi-drug resistant bacteria within health-care institutions.2

Although early detection is of great importance, in-house phe-

notypic tests are time-consuming whereas, PCR-based techniques

are expensive and target only specific genes.3,4 The lately intro-

duced DNA microarrays combined with multiplex PCR offer the

advantage of simultaneous rapid detection of numerous predeter-

mined resistance genes in a  single test by clinical specimens or

cultures.5 This advantage led to the development of various assays

for the identification of resistance genes among Gram negatives

and S. aureus.6–13

Antimicrobial Resistance Direct Flow Chip (AMR) (Máster

Diagnóstica, Granada, Spain) is  a  novel microarray-based assay

approved by the European Economic Area for in vitro  resistance

gene detection (CE IVD) by rectal and nasopharyngeal swabs.

Recently, the performance of this assay using isolated colonies as a

starting material has been also evaluated.14 In the present study, we

evaluated the AMR  using rectal and nasopharyngeal exudates from

the same patient in a  single assay and compared it with phenotypic

screening tests.

Methods

All rectal and nasopharyngeal swabs obtained upon admis-

sion from patients hospitalized in  the intensive care unit (ICU) of

AHEPA University Hospital over a  nine month period (November

2019–August 2020) were included in the study. The samples were

analyzed by the AMR  assay and conventional phenotypic meth-

ods in order to identify patients colonized with carbapenemase/

ESBL-producers and/or VRE in rectal exudates as well as patients

with nasal MRSA colonization.

The AMR  assay allows the rapid simultaneous detection of

twenty antibiotic resistance genetic markers, closely associated

with multi-drug resistant organisms such as extended-spectrum

beta-lactamase (ESBL) producers, carbapenem-resistant Gram-

negatives, methicillin-resistant Staphylococcus aureus (MRSA) and

vancomycin-resistant Enterococci (VRE). These markers belong to

the gene families SHV, CTX-M, GES, SME, KPC, NMC/IMI, SIM, GIM,

SPM, NDM, VIM, IMP, OXA23-like, OXA24-like, OXA48-like, OXA51-

like, OXA58-like, MecA, VanA and VanB. Moreover, AMR  allows the

identification of S. aureus directly from clinical samples.

The test detects resistance-encoding genes directly from clini-

cal samples (rectal and nasopharyngeal swabs) from colonized and

infected patients or even subjects prone to  colonization and there-

fore may  be used for  both clinical and surveillance purposes. The

basic principle of  the AMR  Direct Flow Chip kit is the concurrent

amplification of twenty resistance DNA targets by multiplex PCR,

followed by manual or automatic hybridization on a membrane

containing specific DNA probes. A major advantage of this test is

that it provides results in a time frame lower than 5 h.

In parallel with the AMR, all swabs were cultured using conven-

tional phenotypic methods in  accordance with the infection control

policy of our hospital. More precisely, nasopharyngeal swabs were

inoculated onto chromogenic media (Oxoid Brilliance MRSA 2

agar, Thermo Fisher Scientific) whereas, rectal swabs were placed

onto chromID CARBA medium (bioMérieux, France), Brilliance ESBL

agar (Oxoid, Basingstoke, United Kingdom), chromID VRE medium

(Oxoid, Basingstoke, United Kingdom) and MacConkey agar with

imipenem and ceftazidime discs. All  agar plates were incubated at

37 ◦C for 18–24 h.  Bacterial identification of the retrieved colonies

from all media were identified by conventional tests (such as

tube coagulase test) as well as by the automated VITEK2 system

(bioMérieux, France). Antimicrobial susceptibility testing was per-

formed to  all suspected MRSA and VRE producing isolates in order

to confirm oxacillin and vancomycin resistance respectively. Addi-

tionally, the cefoxitin screen test was used for MRSA detection. For

carbapenemase and ESBL production, phenotypic disc synergy tests

were applied.15 Screening for the presence of carbapenemases was

performed with the Modified Hodge Test (MHT), while the type of

either MBL  or KPC was assessed by the combined-disc test (CDT)

using meropenem discs with and without phenyl-boronic acid

and/or EDTA. The likelihood of extended-spectrum-�-lactamases

(ESBLs) co-production was assessed with the modified CLSI ESBL

confirmatory test using cefotaxime and ceftazidime discs with and

without clavulanate, on which both EDTA and PBA were dispensed.

In order to evaluate the degree of agreement between AMR  and

phenotypic methods, the kappa coefficient was calculated and the

McNemar test was  performed using IBM SPSS Statistics 21. Dis-

crepant results were further evaluated by PCR using the respective

specific primers.

Results

During the study period, a  total of 184 samples (92 rectal and

92 nasopharyngeal swabs) were subjected both to routine and AMR

assay for the detection of antimicrobial resistance genes. With

regard to Gram positives, perfect agreement of the two  methods

was  shown for methicillin resistance among S. aureus isolates (in

all cases, AMR  was positive for both mecA gene and S. aureus) and

VRE (vanA and/or vanB genes were identified among Enterococci

presenting vancomycin resistance). Moreover, all but one nasal

samples with a  positive cefoxitin screen for Coagulase Negative

Staphylococcus (CoNS), were mecA positive using the AMR  (Table 1).

Among Gram negatives, AMR  detection of ESBLs (blaCTX-M

and/or blaSHV) was in full concordance with the phenotypic assay

results and as for carbapenemases, the agreement of the two assays

was  very good for both KPC- and MBL-producing isolates (0.864,

p <  0.01 and 0.912, p < 0.01 respectively).

Overall, the degree of agreement of AMR  and phenotypic

methods for MRSA, mecA positive CoNS, ESBLs, oxacillinases,

vancomycin resistance genes, KPC-carbapenemases and metallo-

beta-lactamases as expressed by the kappa coefficient and the

McNemar test is  shown in  Table 1.  All ‘discordant AMR  positives’

resulted as ‘true positives’ by PCR whereas, ‘discordant AMR  nega-

tives’ were confirmed as ‘true negatives’.

Discussion

We  evaluated the AMR  in a  large number of rectal and nasopha-

ryngeal clinical specimens for the screening of patients admitted

in  the ICU, where rapid detection of carriers bearing resistant bac-

terial populations is of great importance to the implementation of

infection control policies.

It has been already stated that the AMR  performs comparably

or even better than other commercially available DNA arrays pre-

senting also the advantage of skipping the DNA extraction step.14

Moreover, this method allows the simultaneous detection of 20

resistance genes and the direct detection from clinical samples.
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Table  1

Degree of agreement of AMR  and phenotypic methods.

Resistance markers Positive

samples

detected by

AMR

Positive

samples

detected by

phenotypic

assays

Discordant

positive results

by AMR

Discordant

negative

results by  AMR

Kappa p 95% CI McNemar

test

MRSA 9 9 0 0  1.000 <0.01 – 1.000

Methicillin-resistant CoNS 50 46 5 1 0.870 <0.01 0.969–0.770 0.219

Vancomycin resistance 10 10 0 0  1.000 <0.01 – 1.000

ESBLs  52  52 0 0  1.000 <0.01 – 1.000

KPCs  36  38 2 4 0.864 <0.01 0.967–0.760 0.688

Metallo-�-lactamases 51  53 2 2 0.912 <0.01 0.996–0.828 1.000

Oxacillinases 4 4 0 0  1.000 <0.01 – 1.000

In our study, the degree of agreement of AMR  and phenotypic

methods was very good to excellent as shown by the kappa coef-

ficient and the McNemar test. Our sample included a significant

number of KPC- and MBL-producing isolates, showing that AMR  is

able to detect these major resistance determinants in most of the

cases. Noteworthy also, the agreement regarding the detection of

MRSA was excellent. Overall, it has been shown that AMR  is  a  useful

alternative to the resistance detection methods performed in our

laboratory targeting simultaneously more resistance genes than

simple PCR assays and being significantly faster than phenotypic

tests. This faster detection of antibiotic resistance determinants

could play a crucial role for the implementation of infection control

measures such as patient isolation and cohorting, thus limiting the

spread of multi-drug resistant bacteria in  our hospital. Its  cost is

comparable to PCR methods but much higher than that of pheno-

typic assays.

The present study presents however some limitations that have

to be mentioned. The AMR  has been evaluated only against pheno-

typic assays and molecular confirmation was limited to discrepant

results due to the large sample size. For the same reason, no

clonality analyses were performed therefore, clonality bias may  at

some extent have influenced our results. Additionally, it should be

mentioned that positive results in  our  study refer only to  the genetic

targets that are present in our geographic region and do not include

the whole panel of the method.

In conclusion, our data demonstrate that the AMR  Direct Flow

Chip Kit is a useful tool for the rapid detection of antibiotic resis-

tance determinants upon ICU and generally, hospital admission and

may  prove valuable for the prompt implementation of infection

control strategies in  hospital settings.

Funding

Financial support was  partially provided by  Máster Diagnóstica,

Granada, Spain. The funding source had no involvement in  the study

design; in the collection, analysis and interpretation of data; in  the

writing of the report; and in  the decision to submit the article for

publication. Part of the study was presented at the 29th ECCMID

conference (Amsterdam, Netherlands).

Conflicts of interest

None.

References

1. Jee Y, Carlson J,  Rafai E, Musonda K,  Huong TTG, Daza P, et al. Antimicrobial
resistance: a threat to global health. Lancet Infect Dis. 2018;18:939–40.

2. Ledeboer NA, Lopansri BK, Dhiman N, Cavagnolo R, Carroll KC, Granato P,
et  al. Identification of gram-negative bacteria and genetic resistance determi-
nants from positive blood culture broths by use of the  verigene gram-negative
blood culture multiplex microarray-based molecular assay. J Clin Microbiol.
2015;53:2460–72.

3. Mwaigwisya S, Assiri RAM, O’Grady J. Emerging commercial molecular tests for
the  diagnosis of bloodstream infection. Expert Rev Mol  Diagn. 2015;15:681–92.

4. García-Fernández S, Morosini MI,  Marco F, Gijón D,  Vergara A, Vila  J, et  al.
Evaluation of the eazyplex® SuperBug CRE system for rapid detection of car-
bapenemases and ESBLs in clinical Enterobacteriaceae isolates recovered at two
Spanish hospitals. J  Antimicrob Chemother. 2014;70:1047–50.

5. Pulido MR,  García-Quintanilla M, Martín-Peña  R, Cisneros JM,  McConnell MJ.
Progress on  the  development of rapid methods for antimicrobial susceptibility
testing. J  Antimicrob Chemother. 2013;68:2710–7.

6. Galiana A, Coy J, Gimeno A, Guzman NM, Rosales F, Merino E, et  al. Evaluation
of the Sepsis Flow Chip assay for the diagnosis of blood infections. PLoS ONE.
2017;12:1–12.

7. Rodríguez-Lucas C, Rodicio MR,  Costales I,  Boga JA, Vazquez F,  Fernández J.
Evaluation of Sepsis Flow Chip for identification of Gram-negative bacilli and
detection of antimicrobial resistance genes directly from positive blood cultures.
Diagn  Microbiol Infect Dis. 2018;91:205–9.

8. Bogaerts P, Cuzon G, Evrard S, Hoebeke M,  Naas T, Glupczynski Y. Evaluation of
a  DNA microarray for rapid detection of the most prevalent extended-spectrum
�-lactamases, plasmid-mediated cephalosporinases and carbapenemases in
Enterobacteriaceae, Pseudomonas and Acinetobacter. Int J  Antimicrob Agents.
2016;48:189–93.

9. Card R, Zhang J, Das P, Cook C, Woodford N, Anjum MF.  Evaluation of an expanded
microarray for detecting antibiotic resistance genes in a broad range of gram-
negative bacterial pathogens. Antimicrob Agents Chemother. 2013;57:458–65.

10. Cuzon G, Naas T,  Bogaerts P, Glupczynski Y, Nordmann P. Evaluation of a DNA
microarray for the rapid detection of extended-spectrum �-lactamases (TEM,
SHV  and CTX-M), plasmid-mediated cephalosporinases (CMY-2-like, DHA, FOX,
ACC-1, ACT/MIR and CMY-1-like/MOX) and carbapenemases (KPC, OXA-48 VIM,
IMP  and NDM). J Antimicrob Chemother. 2012;67:1865–9.

11. Naas T, Cuzon G, Bogaerts P, Glupczynski Y, Nordmann P. Evaluation of a DNA
microarray (check-MDR CT102) for rapid detection of TEM, SHV, and CTX-M
extended-spectrum �-lactamases and of KPC, OXA-48 VIM,  IMP, and NDM-1
carbapenemases. J  Clin Microbiol. 2011;49:1608–13.

12. Naas T,  Cuzon G, Truong H, Bernabeu S, Nordmann P. Evaluation of a  DNA
microarray, the check-points ESBL/KPC array, for rapid detection of TEM, SHV,
and CTX-M extended-spectrum �-lactamases and KPC carbapenemases. Antimi-
crob Agents Chemother. 2010;54:3086–92.

13. Woodford N, Warner M,  Pike R, Zhang J. Evaluation of a  commercial microar-
ray  to detect carbapenemase-producing enterobacteriaceae. J  Antimicrob
Chemother. 2011;66:2887–8.

14. Torres Fink I, Tormo Palop N, Borrás Salvador R,  Buesa Gómez J, Gimeno Car-
dona C,  Navarro Ortega D. Evaluation of the DNA microarray “AMR Direct Flow
Chip  Kit” for detection of antimicrobial resistance genes from Gram-positive
and Gram-negative bacterial isolated colonies. Enferm Infecc Microbiol Clin.
2019;37:454–7.

15. Pournaras S, Zarkotou O, Poulou A,  Kristo I,  Vrioni G,  Themeli-Digalaki K, et al. A
combined disk test for direct differentiation of carbapenemase-producing Enter-
obacteriaceae in surveillance rectal swabs. J  Clin  Microbiol. 2013;51:2986–90.

278


	Evaluation of the “AMR Direct

