New Insights Towards Catheter-Based Identification of Vulnerable Plaque
Gastón A. Rodríguez-Granillo, Evelyn Regar, Johanness A. Schaar, and Patrick W. Serruys

INTRODUCTION
Cardiovascular disease is a major cause of morbidity and mortality in the western hemisphere.1 Despite major advances in the management and diagnosis of patients with coronary artery disease, a large number of victims who are apparently healthy die suddenly without prior symptoms.2,3 Most of these events are related to plaque rupture and subsequent thrombotic occlusion at the site of non-flow limiting coronary atherosclerosis. Autopsy data suggests that plaque composition is a key determinant of the propensity of atherosclerotic lesions to provoke clinical events. Most of these events are related to plaque rupture and subsequent thrombotic occlusion at the site of non-flow limiting atherosclerotic lesions in epicardial coronary arteries. Detection of these non-obstructive, lipid rich, high-risk plaques may have an important impact on the prevention of acute myocardial infarction and sudden death. Currently, there are several intravascular tools capable of locally evaluating determinants of plaque vulnerability such as the size of the lipid core, thickness of the fibrous cap, inflammation within the cap and positive remodeling. These new modalities have the potential to provide insights into the pathophysiology of the natural history of coronary plaque by means of prospective studies.

Key words: Vulnerable plaque. Coronary artery disease. Intravascular techniques.

THE IMAGING TARGET: THE THIN-CAP FIBROATHEROMA
Recently, retrospective studies have identified morphological and compositional characteristics of

Nuevas tendencias en la evaluación de la placa vulnerable mediante técnicas de cateterismo

La muerte súbita y los síndromes coronarios agudos son, frecuentemente, manifestaciones iniciales de la cardiopatía isquémica. Estudios post mórtem han indicado que la composición de las placas ateromatosas es un factor determinante para la predisposición de las lesiones coronarias a la rotura y el subsiguiente evento clínico. La mayor parte de estos eventos está relacionada con la rotura de placas ateromatosas situadas en lesiones hemodinámicamente no significativas. La detección de estas placas no obstructivas, pero ricas en lípidos, podría tener un gran impacto en la prevección del infarto y la muerte súbita. Actualmente, hay diversas técnicas intravasculares capaces de evaluar distintos determinantes de vulnerabilidad coronaria localmente, tales como el tamaño del core lipídico, el grosor y la inflamación de la cápsula fibrosa y el remodelamiento positivo.

Mediante la conducción de estudios prospectivos, estas nuevas modalidades poseen el potencial para proveer in vivo información acerca de la fisiopatología de la historia natural de la aterosclerosis coronaria.

Palabras clave: Placa vulnerable. Enfermedad coronaria. Técnicas intravasculares.
plaques prone to rupture. Thin-cap fibro atheroma (TCFA) lesions, the most prevalent predecessor of plaque rupture, are composed of a lipid-rich atheromatous core, a thin (≤65 μm) fibrous cap with macrophage and lymphocyte infiltration, decreased smooth muscle cell content and expansive remodeling.

Detection of these non-obstructive, lipid rich, high-risk plaques may have an important impact on the prevention of acute myocardial infarction and sudden death.

Although angiography can identify obstructive as well as complex lesions, it is restricted to the visualization of the coronary lumen and is unable to visualize the coronary wall. Thus, features as vessel remodeling or plaque composition are missed. Recently, a post-mortem study evaluated the geometrical aspect of the vessel wall and showed a relationship between local alterations of vessel size and plaque stability.

Currently, there are several intravascular tools capable of locally evaluating determinants of plaque vulnerability such as the size of the lipid core, thickness of the fibrous cap, inflammation within the cap and positive remodelling.

A recent study proposed a critical cap thickness of <65 micron based on post mortem histomorphometry. However, in vivo the threshold for defining a fibrous cap as thin should probably be higher than 65 μm for several reasons. First, it is well established that general tissue shrinkage can not be avoided during histologic fixation which implies dehydration processes. Furthermore, circumferential stress at the luminal border of the plaque increases critically when cap thickness is less than approximately 150 μm.

We summarize the current status of imaging techniques that have the potential to detect the vulnerable plaque features in vivo and may allow risk stratification in a specific individual and ultimately guide systemic and local preventive strategies.

### INTRAVASCULAR ULTRASOUND

Gray scale IntraVascular UltraSound (IVUS) is an invasive diagnostic tool that provides a real-time, high-resolution, tomographic view of coronary arteries. It thereby enables the assessment of morphology, severity and extension of coronary plaque.

IVUS is currently the only imaging modality that can provide in vivo information regarding temporal changes in the atherosclerotic plaque size.

Qualitative plaque characterization is based on the echogenicity of the received ultrasound signal, whereas echoluent zones reflect lipid-rich tissue and highly reflective structures with dorsal shadowing calcified tissue. Nevertheless, plaque characterization through visual interpretation of gray-scale IVUS is imprecise, specially when assessing heterogeneous, lipid-rich plaques.

Axial resolution is limited to 100-200 μm thus impairing the ability of detecting thin fibrous caps. Notwithstanding, for the aforementioned reasons, we believe that the threshold for defining a fibrous cap as thin should be higher than 65 μm.

The detection of vulnerable plaques by IVUS is mainly based on a series of case reports. These reports describe morphologic features of already ruptured plaques but not the prospective detection of rupture-prone plaques. Nevertheless, one prospective study showed that large eccentric plaques containing an echoluent zone by IVUS were found to be at increased risk of instability even though the lumen area was preserved at the time of initial study.

### ROLE OF VESSEL REMODELING

Vascular remodeling was described by Glagov as a compensatory enlargement of the coronary arteries in response to an increase in plaque area. Several studies showed an increase level of inflammatory marker levels, larger lipid cores and pronounced medial thinning in positive remodeled vessels. This concept has further evolved to a dynamic theory.

### TABLE. Comparison of Catheter-Based Techniques for Detection of Individual Features of Vulnerable Plaque

<table>
<thead>
<tr>
<th>Technique</th>
<th>Thin-Cap Detection</th>
<th>Inflammation</th>
<th>Lipid Core</th>
<th>Remodeling</th>
</tr>
</thead>
<tbody>
<tr>
<td>Intravascular ultrasound</td>
<td>+</td>
<td>-</td>
<td>+</td>
<td>+</td>
</tr>
<tr>
<td>Echogenicity</td>
<td>-</td>
<td>-</td>
<td>+</td>
<td>-</td>
</tr>
<tr>
<td>Palpography</td>
<td>++</td>
<td>++</td>
<td>+</td>
<td>-</td>
</tr>
<tr>
<td>Virtual histology</td>
<td>++</td>
<td>-</td>
<td>+</td>
<td>+++</td>
</tr>
<tr>
<td>Optical coherence tomography</td>
<td>+++</td>
<td>+</td>
<td>+</td>
<td>-</td>
</tr>
<tr>
<td>Thermography</td>
<td>-</td>
<td>+</td>
<td>-</td>
<td>-</td>
</tr>
<tr>
<td>Angioscopy</td>
<td>-</td>
<td>-</td>
<td>++</td>
<td>-</td>
</tr>
<tr>
<td>Intravascular MRI</td>
<td>-</td>
<td>-</td>
<td>++</td>
<td>-</td>
</tr>
<tr>
<td>Spectroscopy</td>
<td>-</td>
<td>+</td>
<td>++</td>
<td>-</td>
</tr>
</tbody>
</table>
where vessels may also shrink in response to plaque growth.\textsuperscript{31} This remodeling modality has been related to a more stable phenotype and clinical presentation.\textsuperscript{11,29,32,33} Recently, the relationship between vascular remodeling and plaque composition was assessed using IVUS.\textsuperscript{34-36} In these studies, the remodeling index for soft lesions was significantly higher than those for fibrous/mixed and calcified lesions.\textsuperscript{34-36} It is noteworthy though, that most studies evaluating this phenomenon are of cross sectional design. Since atherosclerosis is usually a diffuse disease, finding a fully non-diseased reference is not guaranteed. Therefore, the early presence of remodeling in the reference site can’t be ruled out.

**QUANTITATIVE IVUS ECHOCENICITY ASSESSMENT**

We recently developed a computer-aided, gray-scale value, analysis program for plaque characterization.\textsuperscript{37} Based on the mean gray level (brightness) of the adventitia, plaque is classified as more (hyperechogenic) or less bright (hypoechogenic) in relation to the adventitia (Figure 1). The percentage of hypoechogenic plaque is calculated for the entire region of interest and for slices with significant plaque. In the carotid circulation, plaque echogenicity, measured noninvasively, has been related to the histological components of plaque.\textsuperscript{38-41} Furthermore, carotid plaque echolucency (low echogenicity) was associated with future neurological events.\textsuperscript{32-44} IVUS-based plaque characterization in the coronary circulation requires invasive assessment and has been less extensively studied. A recent study showed that treatment with atorvastatin resulted in quantifiable changes in coronary plaque echogenicity, compatible with changes in plaque composition.\textsuperscript{45} These findings offered a potential explanation for the clinical efficacy of statins despite only modest effects on plaque volume.\textsuperscript{21,46} Both ex vivo and clinical studies that will provide validation data about the technique are currently in progress.

**Intravascular Ultrasound Elastography and Palpography**

An important patho-morphologic feature of vulnerable plaque is the eccentric accumulation of a lipid-rich necrotic core within the vessel wall, separated from the lumen by a thin fibrous cap. This observation led to the hypothesis that vulnerable lesions might have mechanical properties that differ from those of chronic stable lesions. Intravascular ultrasound elastography and palpography are techniques that allow the assessment of local mechanical tissue properties.\textsuperscript{19,47}

At a defined pressure, soft tissue (lipid-rich) components will deform more than hard tissue components (fibrous-calcified).\textsuperscript{48} In coronaries, the tissue of interest is the vessel wall, whereas the blood pressure with its physiologic, systolic and diastolic changes during the heart cycle is used as the excitation force. Images obtained at different pressure levels are compared to determine the local tissue compression. The radial strain in the tissue is calculated by cross-correlation techniques on the radio frequency signal and can be displayed as a colour-coded image.\textsuperscript{48} The sensitivity and specificity to detect vulnerable plaques has recently been assessed in post-mortem human coronary arteries where vulnerable plaques were detected with a sensitivity of 88\% and a specificity of 89\% (Figure 2).\textsuperscript{19} In addition to ex-vivo studies, this technique has also been tested in vivo, where palpography detected a high incidence of deformable plaques in acute coronary syndrome (ACS) patients.
Furthermore, the number of highly deformable lesions was correlated to the clinical presentation and levels of C-reactive protein.47

The main limitation of the technique is that it depends on the quality and stability of the coronary pressure signal. Accordingly, it might be disturbed by high heart rates and rhythm disturbances.

Virtual Histology

Gray-scale IVUS is of limited value for identification of specific plaque components.49 Calcified and dense fibrous tissues usually are highly echo-reflective thus calcified areas are commonly overestimated. On the other hand, low echo-reflectance plaques are considered “soft” or lipid-rich. However, the accuracy of gray-scale IVUS for discriminating lipid from fibrous tissue is limited since in addition to large amounts of extracellular lipids (low echo-reflective areas), the lipid core contains cholesterol crystals, necrotic debris and microcalcifications (highly echo-reflective areas).5

A recently introduced technique (IVUS-Virtual Histology™ [IVUS-VH], Volcano Therapeutics, Rancho Cordova, CA) that uses the substrate (frequency domain analysis) of the IVUS radiofrequency (RF) data rather than the envelope (amplitude), has demonstrated its potential to provide an objective and accurate assessment of coronary plaque composition in studies of explanted human coronary segments.20

IVUS-VH uses spectral analysis of IVUS radiofrequency data to construct tissue maps that classify plaque into four major components. In preliminary in vitro studies, four histological plaque components (fibrous, fibrolipidic, lipid core, and calcium) were correlated with a specific spectrum of the radiofrequency signal.20,50 These different plaque components were assigned color codes. Calcified, fibrous, fibrolipidic, and lipid core regions were labeled white, green, greenish-yellow, and red respectively (Figure 3).

IVUS-VH has, though, the potential to follow the progression of the disease not only with regards to its volume, but to its composition as well.53 Moreover, this tool could also be helpful in evaluating the effect of both conventional and emerging therapeutic interventions.

With regards to vulnerable plaque detection, IVUS-VH allows an accurate and quantitative assessment of 2 of the main features of the TCFA: lipid core and positive remodeling.

A main limitation of this technique is its inability to detect thin fibrous caps. However, as aforementioned we believe that the threshold for defining a thin fibrous cap should be higher than 65 μm.

Optical Coherence Tomography

Optical coherence tomography (OCT) is an imaging technique that allows high-resolution (axial re-
solution of 15 μm) imaging in biological systems. Accordingly, OCT has the capacity to allow in vivo, real time visualization of a thin fibrous cap. OCT imaging is based on low coherence near infrared light that is emitted by a superluminescent diode. A center wavelength around 1300 nm is used since it minimizes the energy absorption in the light beam caused by protein, water, haemoglobin, and lipids. The light waves are reflected by the internal microstructures within biological tissues as a result of their differing optical indices.

Animal and Post-mortem studies demonstrated the accuracy of OCT in comparison to histology. These studies showed that OCT can detect both normal and pathologic artery structures (Figure 4). Recent in vivo data have shown that OCT can differentiate different plaque types and suggested the possibility of detection of macrophages in atherosclerotic plaques.

In our experience, TCFA with low-reflecting necrotic cores covered by highly reflecting thin (mean 50 μm) fibrous caps can be visualized in patients scheduled for percutaneous coronary intervention (PCI).

The high resolution of OCT offers the potential to detect TCFA in living patients. OCT imaging, however, is limited by the relative shallow penetration depth that hampers imaging of the entire vessel wall in medium and large vessels large vessels, and the need to clear the artery from blood during imaging causing transient ischemia of the studied region.

Intravascular Thermography

The rationale to measure vascular temperature is based on the observation that atherosclerosis is accompanied by inflammation. Vulnerable plaques have been associated with increased macrophage activity, metabolism and inflammation. Based on these findings the hypothesis was generated that these “activated” macrophages produce thermal energy, which might be detected on the surface of these atherosclerotic lesions. Infrared and contact-sensor thermographies are the most important invasive methods (Figure 5). The contact thermographic methods seem to be the most feasible at the present time, mainly due to the difficulties of infrared radiation to penetrate the flowing blood to detect vessel wall temperature. A small study of 19 patients that included patients with stable angina, unstable angina, and with acute myocardial infarction reported temperature heterogeneity in human atherosclerotic coronary plaques. Intracoronary temperature was assessed using a dedicated catheter. In most coronary segments with atherosclerotic plaques a rise in temperature was seen as compared to coronary segments with a normal vessel wall. Temperature differences between an atherosclerotic plaque and a normal vessel wall increased progressively from patients with stable angina to patients with acute myocardial infarction with a maximum temperature difference to the background temperature of 1.5±0.7°C. However, there are somewhat conflicting published and unpublished reports with other thermography devices (circular basket or self expanding arms) that have documented a much lower heterogeneity of temperature distribution. The most likely explanation for this discrepancy in temperature observations might be related to the difference in catheter design and the way coronary flow is affected.

These preliminary findings about the thermal status of atherosclerotic plaques seem promising. However, accurate temperature evaluation requires direct contact of the thermistors with the vessel wall, carrying the potential risk of endothelial damage. In addition, the cooling effect caused by blood flow may hamper data interpretation.
Angioscopy

This technique allows real-time direct visualization of coronary plaques (Figure 6). Ex vivo validation of angioscopy was performed by Thieme et al, who compared angioscopic observations with histologic samples obtained by coronary atherectomy. In this study, yellow plaques were related to atheromatous lesions. These findings were confirmed in clinical studies, where lipid-rich, rupture-prone plaques were easily detected by angioscopy as yellow plaques, and found more commonly in acute coronary syndromes. Furthermore, angioscopy has shown intriguing results in the prediction of acute coronary syndromes.

Despite these encouraging findings, this technique examines solely the luminal surface of the intima. Thus, key TCFA features such as thickness of the cap, lipid core content, and remodelling cannot be assessed. In addition, blood must be cleared away from the view causing transient ischemia of the studied region.

RAMAN SPECTROSCOPY

Raman spectroscopy is a technique that can characterize the chemical composition by means of the Raman effect. This effect is created when incident light excites molecules in a tissue sample, which scatter light in a different wavelength. This change in wavelength called the “Raman effect” is dependent on the chemical components of the tissue sample. Thus, Raman spectroscopy can provide quantitative information about molecular composition of a sample. The spectra obtained require post-processing to differentiate between plaque components (Figure 7). In vitro studies have demonstrated that diagnostic algorithms allow the discrimination of coronary arterial tissue in 3 categories: non-atherosclerotic, non-calcified and calcified plaques.

The main limitations of the technique are the inability to provide geometrical information, the narrow penetration depth (1.0 to 1.5 mm) and the absorbance of the laser light by the blood.

INTRAVASCULAR MAGNETIC RESONANCE IMAGING

Intravascular magnetic resonance imaging (MRI) is another potential approach to determine plaque composition based on the diffusion properties of the
analyzed tissue. MRI can determine the presence of lipid within the arterial wall. Current technology for intravascular MRI consists of a self-contained MRI probe that allows sequential scanning of different vessels sectors. The lipid-content within a sector is determined and the data is displayed color-coded (yellow corresponds to high lipid content within the region of interest, blue to low lipid-content [Figure 8]).

The intravascular MRI system has been evaluated in ex vivo human carotid tissue, aortic tissue and coronary arteries to correlate MRI findings with histology. In ex vivo aortic studies the MRI correctly predicted the histologic results in 15 of 16 aortic cases, and in ex vivo coronary arteries 16 of 18 lesions were correctly predicted, including the diagnosis of 3 thin cap fibroatheromas. In vivo feasibility is currently under investigation in a multi-center trial.

FUTURE PERSPECTIVES

It has previously been shown that a multifocal instability process is present in acute coronary syndromes. Rioufol et al demonstrated in ACS patients that at least one plaque rupture is found away from the culprit lesion in 80% of the patients, away from the culprit artery in 71% and in the 2 non-culprit arteries in 12.5%. The large number of high-risk lesions found throughout the coronary tree by means of angiography, angioscopy, IVUS and palpography in addition to the unpredictability of the natural history of such lesions and the uncertainty about if vulnerable plaque characteristics might subsequently lead to fatal or non-fatal ischemic events, suggests that potential local preventive strategies could not be cost-effective.

However, high-risk “yellow” plaques identified in stable patients by angioscopy have been found predictors of ischemic events. Accordingly, a systemic approach including intensive statin therapy could be a reasonable approach to “cool-down” the inflammatory burden.

Although enormously promising, catheter-based techniques need more extensive validation and an appropriate vulnerable plaque model is yet to be developed. In addition, these techniques interrogate the coronary arteries in a localized manner, whereas inflammation is distributed throughout the whole coronary tree.

These new modalities have the potential to provide insights into pathophysiology in studies of the natural history of coronary plaque. Furthermore, they may provide surrogate endpoints. Finally, the combination between novel imaging techniques and the assessment of circulating biomarkers could have a potential role in patient risk stratification and eventually offer the potential to allow the effect of conventional and emerg-

REFERENCES


